The original solution was prepared by the NMIJ and sent to the BIPM/SIR and eleven other institutes. The results were in agreement, using the half life value of 753.1 days (2.062 y) recommended for this study. These results will be linked to the BIPM.RI(II)-K1.Cs-134 comparison in due course to provide degrees of equivalence for the APMP participants.
Introduction
The NMIJ provides a periodic calibration service for the Japan Radio Isotope Association (JRIA), and sufficient ampoules were prepared at the same time to enable other calibrations and also a comparison to be held. These ampoule sources were distributed to the APMP colleagues to provide calibration factors of their well-type ionization chambers. The NMIJ sent one ampoule to the BIPM/SIR in 2004, for the reference, and after this, a primary measurement comparison was carried out using the stock ampoules. As almost a year passed since the first submission to the SIR and the comparison, the NMIJ submitted an independent absolute measurement for this stock solution, and the LNE-LNHB also sent an ampoule of the comparison stock solution to the International Reference System (SIR) at the Bureau International des Poids et Mesures (BIPM). All the results were in agreement, adopting the half life of 753.1 (1.8) days (2.062 y) [1] .
Source preparation
The original solution of 134 Cs was provided by Isotope Products Laboratories, U.S.A. with the chemical form of CsCl. After impurity checks, this original solution was diluted by 0.1N HCl with 100μg/g of CsCl carrier to give a specific activity of about 0.5 MBq/g. The diluted solution was transferred to several different types of ampoules as listed in the Table 1 . All these ampoules were measured using a welltype ionization chamber, and the standard deviation of the specific output current (pA/g) was within 0.1 %.
At that time, the APMP carried out the project of "portability of the calibration factors of ionization chambers" to have relative response functions to the reference Co, 60 Co, 88 Y, After this, the NMIJ and the VNIIM discussed the possibility of making absolute measurements of 134 Cs because the VNIIM had installed two NaI(Tl) crystals of 20cm diameter by 10cm in height to construct a complete 4π counter, and they wanted to make a comparison for this 4πγ measurement system. The LNE-LNHB also kindly joined in this comparison, and the NMIJ sent stock ampoules, #0306 to the VNIIM and #0309 to the LNE-LNHB, in 2005. The NMIJ made a completely new absolute measurement using a stock ampoule, #0312. The INER had kept their ampoule #0303 in the mean time, and they also joined this absolute measurement comparison. The four comparison participants are indicated in bold type in Table 1 , the others, whose details are given in Appendix 1, having used the ampoules for calibration purposes. Table 2 shows the list of participating laboratories for the absolute measurement of 134 Cs. The NMIJ, INER and the VNIIM used the 4π(pc)β-γ coincidence method, and the LNE-LNHB and also the VNIIM made a 4πγ measurement using large well NaI(Tl) detectors, as indicated in Table 3 . Table 3 shows the standardization methods and the results with their uncertainties. The result of NMIJ (1 st ) was reported to the BIPM/SIR as an ionization chamber measurement when shipping the source in the year of 2004. The other results (coloured blue) were obtained by absolute measurement using 4πβ−γ coincidence or 4πγ methods. Uncertainty components and estimated values are listed in the Table 4 .
Participants and standardization methods
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Result and Conclusion
In parallel with their measurement, the LNE-LNHB transferred 3.6 ml of this solution to a BIPM/NIST type ampoule and sent this to the SIR. In order to make a link to the KCRV, the INER and VNIIM results are normalized with the LNE-LNHB value as plotted in the Figure 1. (Note that this does not represent the final link made for the APMP comparison.)
As shown in the Figure 1 , the present APMP.RI(II)-K2.Cs-134 comparison was successful, and using the half life of 753.1 day (2.062 year) resulted in good agreement between the two measurements of the NMIJ (1st) and (2nd) in Table 3 
